Abstract: Utilizing a broadly-tunable external cavity quantum cascade laser for scattering-type scanning near-field optical microscopy (s-SNOM), we measure infrared spectra of particles of explosives by probing characteristic nitro-group resonances in the 7.1-7.9 µm wavelength range. Measurements are presented with spectral resolution of 0.25 cm −1 , spatial resolution of 25 nm, sensitivity better than 100 attomoles, and at a rapid acquisition time of 90 s per spectrum. We demonstrate high reproducibility of the acquired s-SNOM spectra with very high signal-to-noise ratios and relative noise of <0.02 in self-homodyne detection.
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Introduction
Mid-infrared (MIR) spectroscopy in the 3-25 µm spectral region provides valuable information about chemical composition and structure of both gas-phase and condensedphase materials. For condensed-phase materials, characterization of the optical properties via the complex refractive index or dielectric function is necessary for interpreting and modeling far-field spectral properties such as transmittance and reflectance. In applications such as optical detection of small particles or residues of explosives, variability in the measured spectra must be characterized to design robust detection algorithms [1] [2] [3] . Far-field spectral measurements such as infrared ellipsometry are limited by diffraction to a spatial resolution on the order of the wavelength of the illumination light, and measure the spatially-averaged optical properties of materials that can be prepared as uniform thin-films or bulk materials. However, many materials of interest contain sub-micron spatial structure, or exist as small particles or non-uniform residues, making infrared ellipsometry of limited practical use. In addition, the spatial structure also affects the local spectral response, such as through variations in crystal structure and orientation. Apertureless scattering-type scanning near-field optical microscopy (s-SNOM or alternatively s-SNIM in the case of IR light) provides a technique to measure spectral properties at sub-wavelength spatial scales. s-SNOM utilizes the antenna properties of a metallic atomic force microscope (AFM) tip to create a localized optical field enhancement, shrinking the spatial limits of the interaction from the wavelength of light to the radius of the end of the tip [4] . In the MIR spectral region, s-SNOM imaging and spectroscopy has been applied to a wide range of systems such as silicon dioxide [5] [6] [7] [8] , silicon carbide [5, 6, 9] , polytetrafluoroethylene (PTFE) [10] , polystyrene (PS) [11] and polymethylmethacrylate (PMMA) [12, 13] . These materials served as model systems due to their characteristic vibrational resonances. Furthermore, they can be made into high-quality, uniform macroscopic films and measured using spectroscopic ellipsometry to independently determine the complex index of refraction. A key goal of s-SNOM spectroscopy is the quantitative determination of the complex index of refraction and dielectric function of the material under investigation, which can be performed for structurally well characterized materials, weak tipsample coupling, and with weakly dispersive vibrational resonances [14] . However, accurate determination of refractive index from measured s-SNOM spectra remains a challenge in general for many materials of interest, especially those in the form of nonuniform thin films or particles, or materials with strongly dispersive infrared absorption resonances. Explosive residues are one such class of materials.
To achieve high sensitivity, s-SNOM imaging and spectroscopy instruments require a MIR source with high spectral irradiance and broad spectral coverage. This source can be provided by, e.g., a femtosecond pulsed laser using difference frequency generation (DFG) [15, 16] , or coherent synchrotron IR radiation [17, 18] . In these cases, the s-SNOM spectrum is measured interferometrically with a Michelson [15, 16] or Mach-Zehnder [19] interferometer, similar to traditional FTIR spectroscopy. These IR sources provide broad wavelength coverage and the capability for time-resolved studies; however, these systems have a large footprint, high cost, and comparatively low output power. The limited spectral radiance provided by these broadband sources often results in long s-SNOM spectral acquisition times, with limited signal-to-noise ratio (SNR), especially for measurements at high spectral resolution. In addition, single wavelength rapid spatial scanning, as desirable for qualitative s-SNOM vibrational contrast sample surveying, is not readily possible with these sources.
Broadly tunable external cavity quantum cascade lasers (ECQCLs) provide an alternative laser source for MIR near-field imaging and nano-spectroscopy, with high output power, narrow linewidth, wide spectral coverage, low laser noise, compact footprint, and simple operation [20] . ECQCLs have previously been used to acquire s-SNOM images at discrete wavelengths, thereby forming a multi-spectral image [8] . In this manuscript, we demonstrate an approach in which s-SNOM spectra are acquired using a tunable ECQCL at fixed sample spatial locations, probing a region of the sample with dimensions on the order of the AFM tip radius (25 nm). Using this technique, we measure spectra at a high density of wavelengths, resolving fine spectral details and variations. This method allows high spectral resolution, essentially continuous s-SNOM spectra to be measured in a few minutes, with very low spectral noise and correspondingly high SNR. We note that ECQCLs have been used similarly in near-field photo-thermal expansion spectroscopy and imaging to measure infrared absorption spectra [21] .
We present results from using an ECQCL to measure s-SNOM spectra over the range of 1260-1400 cm −1 (encompassing the NO 2 symmetric stretch fingerprint region), with 0.25 cm . Spectra with high SNR are obtained for high-resolution scans acquired in times as low as 90 seconds. We demonstrate that for these samples of small and disperse particles on a metal substrate, the self-homodyne measurement configuration reproducibly measures the real part of the s-SNOM near-field response, through normalization of the spectral response of the sample to that of gold. We observe enhanced scattering near spectral regions corresponding to strong oscillators with highly dispersive dielectric constants, which results in highly asymmetric line shapes in the s-SNOM spectra, but which nonetheless show good correspondence with farfield reflectivity measurements.
Self-homodyne s-SNOM measurement principles
The basic principles of s-SNOM have been described previously [23-26]; however, due to the measurement configuration used in our experiments, it is useful to review some aspects of the technique. s-SNOM is inherently an interferometric measurement technique, and can in principle probe both the real and imaginary parts of a sample's complex dielectric function [14] . The electric field scattered from the tip-sample interaction region contains both the nearfield signal of interest E sig and a larger background field E bg that interferes coherently with the near-field signal at the detector, leading to a self-homodyne effect. If we define a relative 
In this expression, φ bg and φ sig are the optical phase of the background and signal scattering coefficient, respectively, and in general, all quantities are functions of the optical frequency ω. The first term in this expression contains no near-field spectral information, and is removed using lock-in detection at harmonics of the tip oscillation frequency Ω, exploiting the nonlinear near-field interaction potential between the tip and the sample [27-29]. The second term, arising solely from the near-field scattering, is much smaller than the third term, and can be neglected. The third term results from the homodyne interference between the near-field signal and the background field scattered from the tip, and is sensitive to the relative phase between these two fields. Note that because both σ bg and σ sig are normalized to the incident field, the optical phase of the input field cancels in the homodyne interference term. Measurement of the s-SNOM signal in this self-homodyne configuration is sensitive to the relative phase between the near-field signal and background field [19, 30] , and in many cases the unknown phase of the background field leads to difficulties interpreting s-SNOM signals, which is especially problematic in imaging applications at fixed wavelengths [31] . In addition, the signal phase cannot be uniquely determined from a single self-homodyne measurement. Therefore, many s-SNOM experiments are performed using interferometric homodyne or heterodyne configurations, in which the scattered light from the tip is interfered with a reference field of controlled/modulated phase in an interferometer [19, 30, 32] . The interferometric methods allow measurement of both the magnitude and phase of the near-field signal, and can enhance the SNR in the case of weak signals scattered from the tip. However, the interferometric techniques increase the complexity of the experimental setup, are sensitive to mechanical instabilities, mechanical noise, and in particular to phase and amplitude noise of the laser. In addition, the interferometric techniques increase acquisition times because the phase of the reference field must be varied in addition to the spatial and spectral parameters. For s-SNOM based on broad-band IR sources, the interferometric measurement is intrinsically necessary to recover the spectrum. However, for a tunable CW source such as an ECQCL, the wavelength is controlled to high precision by the source and the s-SNOM spectrum can be recovered without an interferometer.
In this work, we show that for s-SNOM measurements of small particles on a gold substrate, the background phase φ bg can be adjusted to a known value near zero. This is accomplished experimentally by maximizing the s-SNOM signal obtained from the gold surface, which has a spectrally flat response and near-zero phase shift. When the selfhomodyne s-SNOM spectrum from a sample region is divided by the reference spectrum obtained from gold, the resulting spectrum corresponds to the real part of the complex s-SNOM spectrum that would be obtained in a heterodyne measurement. Furthermore, we demonstrate that for dispersed particles or dense but homogeneous distributions, φ bg remains nearly constant over the spatial regions of interest and across the spectral range scanned by the ECQCL, enabling high reproducibility of the self-homodyne spectra and s-SNOM images acquired at fixed wavelength. The results show the advantages of using a self-homodyne configuration with a high-stability ECQCL for rapid, high spectral resolution measurements with low noise. The experiments used a custom ECQCL with a Littman-Metcalf cavity configuration, originally developed for gas-phase spectroscopy and sensing [33, 34] , but also applied to spectroscopy of solid-phase materials such as explosives [2, 35] . The ECQCL was operated in continuous wave (CW) mode, with 700 mA of current provided by a current controller (Wavelength Electronics). The ECQCL wavelength was selected by setting the angle of a galvanometermounted mirror in the cavity via a voltage signal from a digital-to-analog converter (DAC), with values specified by computer. Wavelength calibration was performed by correlating recorded narrow atmospheric water absorption lines to a standard reference database [36] . The ECQCL tuning curve is shown in Fig. 1(b) , with an output power of 15 mW at the center of the scan range. Figure 1(c) shows a narrow portion of the tuning curve, in which the intensity discontinuities due to mode-hops are visible (the particular ECQCL used was not designed to be mode-hop-free).
Experimental

s-SNOM apparatus
The ECQCL output was transmitted through a germanium beam splitter aligned at Brewster's angle. A HeNe laser was reflected from the beam splitter to be collinear with the ECQCL beam to facilitate optical alignment. The ECQCL beam was then reflected from a barium fluoride (BaF 2 ) 50:50 wedged beam splitter (BS) with a broadband infrared coating. The front surface reflection was focused onto the AFM tip with a 25.4 mm effective focal length off-axis parabolic reflector (OAP, Edmund Optics). The ECQCL polarization was in the plane of incidence (p-polarization, TM), as typically done in s-SNOM measurements [9] . Light scattered from the tip-sample region was collected using the same OAP as used for focusing, and was transmitted through the BS before being focused onto a detector using a second OAP.
The AFM was a custom modified AFM (attoAFM II, Attocube GmbH) [37] designed such that the AFM tip is stationary and always located at the laser focus. The AFM was run in intermittent contact mode with commercially available platinum/iridium coated tips (ATECNCPt or Arrow-NCPt) driven at their resonance frequency, typically in the range of 200-300 kHz. The apex of the tips have a radius of curvature of ~25 nm according to the manufacturer specifications and as deduced from approach curves on gold [38] . The tip oscillation amplitude was optimized to maximize the s-SNOM signal from gold, and for our experiments was approximately equal to the tip radius.
The detector was a liquid nitrogen cooled photovoltaic (PV) mercury cadmium telluride (MCT) detector with 250 µm diameter detector element (Fermionics PV12-250) . A low-noise preamplifier built in-house with both high-and low-pass filters separated the direct current (DC) and tip-modulated (AC) signals to an ADC and lock-in amplifier (Zurich Instruments HF2LI-MF), respectively. The photovoltaic detector allowed for simultaneous monitoring of the total signal level to confirm detector linearity and to record concurrently the modulated near-field signal and the much larger far-field scattered signal, in which the incident laser intensity dominates. In this way, we could correct for laser intensity fluctuations and atmospheric water absorption in real time using a single detector.
Sample preparation
The substrates used in the experiments were gold-coated silicon wafers obtained from SigmaAldrich. The substrates were diced, cleaned with stabilized piranha solution (Nano-Strip 2X) for 30 minutes at 90 °C, rinsed with deionized water followed by 200 proof ethanol, and finally blown dry with nitrogen. Explosive residue samples were made from solutions of explosives dissolved in 1:1 acetonitrile:methanol (AccuStandard). RDX and PETN were prepared from 1 mg/mL solutions by depositing ~2.5 µL onto a substrate and allowing the solvent to evaporate under ambient conditions. Tetryl samples were prepared from 1 mg/mL solutions by spin-coating at 2000 rpm for 2 minutes. Samples were characterized using optical microscopy and reflection-absorption infrared spectroscopy (RAIRS) [39].
Results and discussion
To acquire s-SNOM spectra, the ECQCL was scanned across its full tuning range in steps of ~0.25 cm −1 (~1.34 nm) (Due to the ECQCL tuning mechanism, the calibrated wavenumber step size varies across the tuning range, from 0.27 cm −1 (1.35 nm) at 1400 cm −1 to 0.21 cm −1
(1.31 nm) at 1260 cm −1 ). The DC component of the detected signal, dominated by the first term in Eq. (1), was digitized to provide a measurement of the total scattered intensity reaching the detector. The AC component of the detected signal, dominated by the third term in Eq. (1), was analyzed using a lock-in amplifier and demodulated at 3Ω where Ω is the tip oscillation frequency. The component of the signal demodulated at 3Ω in-phase with the tip oscillation was recorded, which we denote as x 3 . Figure 2 shows representative spectra obtained from the gold reference surface. In Fig.  2(a) , both x 3 and the DC signal are shown, scaled to the same magnitude. Because the two signals have nearly identical optical paths and are taken simultaneously, the ratio x 3 /DC shown in Fig. 2(b) eliminates the water lines and corrects for the large variation in incident laser intensity across the ECQCL tuning range. The low frequency variation in the spectra shown in Fig. 2(a) is suspected to result from residual transverse mode structure in the ECQCL output [40] . Due to slight alignment mismatch between the near-and far-field signals at the detector, this variation does not cancel completely in the normalized spectrum in Fig.  2(b) . However, because the alignment was stable over time these residual variations were removed by the additional spectral normalization as discussed below. It has been shown previously [41] that the background phase φ bg depends mainly on the alignment of the AFM tip within the incident beam. Maximizing x 3 by optimizing the alignment of the beam onto the tip with the ECQCL wavelength fixed near the center of its tuning curve minimizes the phase difference between the near-field signal from the gold and the background far-field signal, as indicated by Eq. (1). Thus maximal near-field signal amplification is achieved. Once the alignment is optimized in this way, the background phase is set to the phase determined by the gold near-field scattering coefficient. The dielectric function of gold has no dispersion over this wavelength range [42] , and the large real component leads to a nearly zero phase term of the near-field scattering coefficient [12] . Therefore, the near-field spectrum from gold reproduces the tuning curve of the ECQCL. Also note that despite discontinuities in the optical phase of the incident field due to mode hops as the ECQCL wavelength is scanned, the recorded s-SNOM spectra are point-wise continuous, because the self-homodyne measurement is sensitive only to the phase difference between near-field and background fields.
Subsequent spectra were referenced to the spectrum obtained from gold as follows: 
where X 3 is the DC normalized signal and s n is the complex near-field scattering coefficient as would be measured in an interferometric s-SNOM experiment. It is therefore apparent that the self-homodyne measurement when referenced to gold or another highly reflective substrate is equivalent to the real part of the complex near-field signal referenced to the same substrate. This is general for any case in which the far-field background phase does not change significantly from point-to-point. The emphasis for this study was acquisition of s-SNOM spectra from discrete points on explosives particles. To locate points on the sample for spectral acquisition, AFM topographic images were acquired which contained regions of both explosives particles and bare gold. Figure 3(a) shows an AFM topographic image of a sample region containing a tetryl deposit surrounded by bare gold. Different sample positions are labeled by numbers, where 1, 2 and 7 are gold, and 3-6 are tetryl. Normalized s-SNOM spectra were acquired from each sample position in series. Each full spectrum was acquired in 90 seconds, with a spectral resolution of 0.25 cm −1 and no additional averaging. A lock-in time constant of 47 ms was used, and each spectral point was acquired in 125 ms. Figure 3(b) shows spectra taken at positions 2 and 7 over gold, referenced to the gold spectrum at position 1. Figure 3(c) shows spectra taken over tetryl, also referenced to the spectrum of gold from position 1. The spectra in Fig. 3(b) demonstrate the stability of the s-SNOM system as implemented with the ECQCL. The normalized spectrum from position 2 is flat and centered at a value of 1, indicating minimal drift in optical alignment as the sample is translated over small spatial distances and no change in phase of the self-homodyne field as required by Eq. (2). The normalized spectrum from position 7 is also nearly flat, indicating stability and minimal background phase change even over a larger spatial translation distance of 2.5 µm. The spectra from positions 1 and 7 were acquired at times approximately 1.5 hours apart, demonstrating the high overall stability of the self-homodyne approach over time as well. The flatness and smoothness of the spectra in Fig. 3(b) also indicates a nearly constant value of the background phase in the self-homodyne measurement. We estimate that the 5% change in magnitude shown in the normalized spectrum from position 7 would result from a maximum phase change of 0.047 radians (2.7°) in the background field, assuming no changes in magnitudes of near-field or background fields.
The normalized s-SNOM spectra from tetryl shown in Fig. 3 (c) provide a high SNR measurement of the near-field response with high spectral resolution. Qualitatively, the spectra consist of a series of overlapping dispersive line shapes, as expected for the real part of the near-field response [12] . The positions of the resonances agree with spectra taken using RAIRS, as discussed further below. The shape of the spectra obtained from tetryl are consistent across the sample positions, as expected for self-homodyne measurements at constant background phase, while the overall intensity varies with the sample thickness. Figure 4 shows an example of s-SNOM spectroscopy and imaging of an RDX particle. Figure 4(a) shows the AFM Z topographic scan of a particle taken with a spatial scan speed of 167 nm/s and a total acquisition time of 20 minutes. Figure 4(d) shows the normalized s-SNOM spectrum taken from a point at the center of the particle, with acquisition time of 300 ms/point, and 3.7 minutes total. As observed for the tetryl sample, the RDX s-SNOM spectrum exhibits dispersive lineshapes; however, the RDX shows a stronger near-field response. In particular, the spectrum shows regions of |X 3,RDX /X 3,Au | > 1 and also a change in sign near the strongest resonance. The sign change indicates a large change in phase of the near-field scattering coefficient across the resonance, arising from the large changes in dielectric function observed near a strong absorption resonance [7] . Figures 4(b) and 4(c) show images acquired by recording the s-SNOM signal concurrent with the topographic scan, for fixed wavelengths as indicated in Fig. 4(d) . Both s-SNOM images were normalized to the incident laser power and are displayed as a contrast relative to the nominal expected signal from gold: C 3,RDX = 1 -(X 3,RDX /X 3,Au ). The measured images are free of discontinuities and the s-SNOM signals from the gold substrate are constant across the images. The s-SNOM signal from the RDX reproduces the shape as measured in the sample topography, and reveals additional structure within the particle. The largest contrast in the s-SNOM image is observed in Fig. 4(b) , for a wavelength corresponding to the peak s-SNOM response in the spectrum. Figure 4 (e) plots signal levels along the diagonal lines shown on the images in Figs. 4(a)-4(c) . The maximum contrast observed for the on-resonant wavelength is 2.5. The on-resonant signal correlates well with the topography up until the thickness of the film approaches 2 times the tip radius, at which point it starts to deviate [12] . Figure 5 shows a normalized s-SNOM spectrum taken on a PETN particle, with a 200 ms lock-in time constant, and a 450 ms/point acquisition time, for a total time of 5.6 minutes. Figure 5(a) shows the spectrum over the entire ECQCL tuning range, while Fig. 5(b) shows the region with the resonance features on an expanded scale. We observe a signal magnitude significantly larger than that measured from gold at some wavelengths, and strongly asymmetric spectral shapes, indicative of the strong oscillator strength of the NO 2 symmetric stretch in PETN. The sharpest spectral feature observed near 1287 cm −1 has a width of only ~2 cm −1 , indicating the need for measurements at high spectral resolution. Applying a 12-point boxcar smoothing, reducing the effective resolution to approximately 2.4 cm −1 , results in the black curve shown in Fig. 5(b) . The smoothed spectrum at reduced spectral resolution captures most of the features of the resonances with minimal spectral broadening. In contrast, sampling the spectrum at discrete points with 2.4 cm −1 separation, as shown by the open black circles in Fig. 5(b) , aliases the sharp spectral features and would make accurate reproduction of the spectral shape impossible. The continuous tuning of the ECQCL permits over-sampling the spectrum to capture sharp features, followed by post-acquisition filtering to reduce the noise while preserving the spectral features. The relative spectral noise was characterized from the normalized spectra from gold shown in Fig. 3(b) . The measured standard deviation of the spectra are 0.018 and 0.021 for positions 2 and 7, respectively, with an effective bandwidth of 1.5 Hz per spectral point. The SNR of the tetryl spectrum was ~50, calculated as the maximum peak-to-peak contrast in the spectra in Fig. 3(c) divided by the standard deviation of the spectra in Fig. 3(b) . At the acquired spectral resolution of 0.25 cm −1 , the PETN spectrum in Fig. 5 had a noise level of 0.027, measured from 1341 cm −1 to 1360 cm −1 away from water vapor lines, and a peak SNR of ~400. The smoothed spectrum, with effective resolution ~2.4 cm −1 , had a lower noise of 0.013 and higher SNR of ~800.
To characterize the imaging noise, we compared the signal correlation between height and s-SNOM signal with the noise measured from the bare gold. From Fig. 4(e) , we estimate that 20 nm thickness of RDX corresponds to 1 unit of s-SNOM contrast relative to gold, for the thin parts of the sample. The standard deviation of the contrast measured from points in a 600 nm x 200 nm patch of bare gold in Fig. 4 (b) was 8 × 10 −4 . At the maximum contrast of 2.5 near the center of the particle, the corresponding SNR is ~3000. From these results, we calculate a noise-equivalent RDX thickness of 0.16 Å, indicating potential sub-monolayer sensitivity. Although we were not able to form monolayers of RDX for study, we note that this particular particle has an estimated volume of 11 × 10 −3 µm 3 , with a total mass of 20 femtograms, or 90 attomoles, assuming a bulk density of 1.82 g/cm 3 [43] . Comparing the tetryl and PETN results, we observe similar spectral noise values of ~2 × 10 −2 , despite a large difference in spectrum acquisition time of 90 s for tetryl and 336 s for PETN. This result suggests that the dominant source of spectral noise is not random in nature, but systematic noise as the ECQCL is scanned in wavelength. This result is supported by the lower noise value of 8 × 10 wavelength [44] , the effective scan resolution, scan repeatability, and intensity noise in the recorded spectrum is ultimately limited by the external cavity mode-hops of the ECQCL. Nevertheless, the high SNR observed in the spectra, coupled with the fast acquisition speed and high spectral resolution, clearly demonstrates the high performance of this ECQCL source for nano-spectroscopy applications in s-SNOM. The spectral acquisition parameters were selected as a compromise between SNR, spectral resolution, and acquisition speed; however, other selections could be made. For example, a spectrum could be acquired at comparable SNR but lower spectral resolution of 2.5 cm −1 in 9 seconds. For the particular ECQCL used in the experiments, the entire tuning range can be scanned in <100 ms if desired [2] , so that the ECQCL scan rate is not currently a limiting factor in these measurements. Alternatively, the 0.25 cm −1 wavenumber step size could be reduced to measure even narrower spectral features, or to provide additional spectral averaging, reducing scan noise and increasing SNR further. Figure 6 shows a comparison between the near-field s-SNOM spectra and far-field spectroscopic measurements obtained using grazing-angle reflection-absorption infrared spectroscopy (RAIRS) [39] . Figures 6(a)-6(c) show the experimental s-SNOM spectra from Figs. 3-5 for the three explosives, highlighting the spectral regions containing the strongest peaks. Figures 6(d)-6 (f) show experimental RAIRS spectra plotted as -ln(R p /R s ), where R p and R s are the measured reflectivities for p-and s-polarization. The RAIRS measurements were performed at an incident at angle of 86° with respect to the surface normal, and used a similar ECQCL to the one used in the s-SNOM experiments; additional experimental details can be found in [39] . The samples were prepared similarly to the ones measured in the s-SNOM experiments, and consisted of disperse particles on a gold substrate. The grazingangle RAIRS measurement is particularly suitable for comparison with s-SNOM measurements because it is highly selective toward p-polarization, i.e., for the polarization sampled most strongly by the s-SNOM measurements. [45] . Such behavior is related to a range of observed effects, such as infrared Restrahlen bands [46] , phonon modes in solid state materials [46] , and Fano resonances [47] . However, regardless of the particular shapes of the self-homodyne s-SNOM spectra, the results in Fig. 6 show a 1:1 correspondence between the absorption resonances observed in the near-field and far-field measurements, allowing unambiguous chemical identification and differentiation with nano-scale spatial resolution.
Conclusions
We have demonstrated high-speed acquisition of s-SNOM spectra at high spectral resolution of 0.25 cm −1 using a tunable ECQCL operating in the 1260-1400 cm −1 spectral region. The high spectral resolution and irradiance of the ECQCL allows for accurate measurements of the sharp spectral nitro-group features of particles of the explosives tetryl, RDX, and PETN. The s-SNOM spectra exhibit high s-SNOM magnitudes and large phase shifts near the strong absorption resonances of these compounds. We measured spectral noise values of ~2 × 10 −2 , at acquisition times as fast as 90 s, demonstrating the high-performance of ECQCL sources for s-SNOM measurements.
The large oscillator strengths of molecular crystals such as RDX and PETN pose a particular challenge for s-SNOM spectral modeling in general, for both self-homodyne and phase-resolved s-SNOM measurements alike. For weak vibrational resonances, it has been shown that s-SNOM spectra can be inverted to determine the complex refractive index to good approximation, for weak tip-sample coupling and homogeneous sample material [14] [5] [6] [7] [8] , SiC [5, 6, 9] , and Teflon [10] , i.e., systems with strong phonon or vibrational oscillator strengths. Even though numerical simulations of s-SNOM spectra using finite element method (FEM) techniques [8] may provide additional insight into details of the spectral near-field response of materials with strong and narrow resonances, such as the nitro-group resonances of the explosives we have studied here, the spectral features still depend on geometric details of the tip.
Attempts at modeling the s-SNOM spectra for these samples using the finite dipole model (FDM) [9] for layered materials [13] were unsuccessful in reproducing the observed spectra, as expected. The unknown dielectric functions for the materials prevented quantitative comparison between the experimental and modeled s-SNOM spectra. Effects of local crystal morphology, orientation, and anisotropy may also be important; for example, RDX exhibits both α-and β-crystalline forms when deposited on surfaces (based on surface coverages for the samples and comparison to literature spectra, we measured primarily the β-form of RDX [48] [49] [50] ). However, as shown in this work for systems with a small number of distinct chemical constituents, the measured s-SNOM spectra provide unambiguous nano-scale chemical identification for many practical applications. Additional research into methods for inverting the s-SNOM spectra to determine complex refractive indices will expand its utility further. Self-homodyne s-SNOM, despite its limitations, produces meaningful and reproducible spectra for particles dispersed on a gold surface. By maximizing the s-SNOM signal from the bare gold substrate, the phase of the background field is set to a value near zero, and remains nearly constant as both the wavelength and the spatial position are changed. The selfhomodyne measurement related to the real part of the complex s-SNOM scattering coefficient thus provides a useful and consistent spectroscopic signature. The simplicity, speed, and lownoise of the self-homodyne measurements have clear advantages for s-SNOM based on laser sources such as ECQCLs.
